[New aspects of hearing aid fitting in noise-induced hearing loss].
In the past hearing aid fitting frequently turned out to be a problem in patients with noise-induced hearing loss. Selective amplification in the high frequency range and at the same time natural sound and appropriate wearing comfort (open fitting) could not be achieved in numerous cases. Today these problems can be tackled by modern hearing aid technology providing us with efficient feedback suppression algorithms making open fittings possible for many more patients. This development is particularly beneficial for patients with noise-induced hearing loss. Unfortunately, open fitting is in opposition to wearing hearing aids at noisy workplaces. Tight fittings, however, can be used at work if a special listening program for noisy conditions is available. This dilemma is discussed and possible solutions are pointed out.